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Industrial Clothings, Limited
C/O Mr. S.N. 1-lani
Deputy General Manager
Prime Polymers Division
D- 17 Seethawaka Export Processing Zone
Avissawella. Western Province
Sri Lanka 10700

Re: K 130846
Tradle/Device Name: Midas TouchiM - Nitnile Examination Gloves - Powder Free. Green
Regulation Number: 2 1 CFR 880.6250
Regulation Name: Patient Examination Glove
Regulatory Class: I
Product Code: LZA
Dated: July 8, 2013
Received: July 10, 2013

Dear Mr. Ilani:

We have reviewed your Section 5 10(k) prernarket notification of' intent to market the device
referenced above and have determined the device is substantially equivalent (for the indlications
for use stated inl tile enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28, 1976, the enactment date of the Medical Device Amendments, or to
devices that have been reclassilied in accordance with the provisions of the Federal Food. Drug,
and Cosmetic Act (Act) that do not require approval of' a preniarket approval application (PMIA).
You may, therefore, matrket the device, Subject to the general controls provisions of the Act. The
general controls provisions of the Act include requirements for annual registration, listing ol'
devices, good manl U foe~ttiing Practice, labeling. and prohibitions against mnisbrand ing and
adulteration. Please note: CDRI- does not evaluate information related to contract liability
warranties. We remind yOu], however, that device labeling Must be truthful and not misleading.

If your device is classified (see above) into either class 11 (Special Controls) or class Ill (PMA), it
'nay be Subject to additional controls. Existing major regulations aIffcting your device canl be
Found in the Code of Federal Regulations. Title 21. Parts 800 to 898. Inl addition. FDA may
publish Further announcements concerning your device in the Federal Register.
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Please be advised that FDA's issuance of a substantial equivalence determination does not mean
that FDA has made a determination that your device complies with other requirements of the Act
or any Federal statutes and regulations administered by other Federal agencies. You must comply
with all the Act's requirements, including, but not limited to: registration and listing (21 CFR
Part 807); labeling (21 CFR Part 801); medical device reporting (reporting of medical device-
related adverse events) (21 CFR 803); good manufacturing practice requirements as set forth in
the quality systems (QS) regulation (21 CFR Part 820); and if applicable, the electronic product
radiation control provisions (Sections 531-542 of the Act); 21 CFR 1000- 1050.

If you desire specific advice for your device on our labeling regulation (21 CFR Part 801), please
contact the Division of Small Manufacturers, International and Consumer Assistance at its toll-
free number (800) 638-2041 or (301) 796-7100 or at its Internet address
http://Nww.I'da.Lgov/MeclicalDcvices/Rcsout-ceslbriYoti/Iidustrv/def'Iuiitt.itni. Also, please note
the regulation entitled, "Misbranding by reference to premarket notification" (2ICFR Part
807.97). For questions regarding the reporting of adverse events under the MDR regulation (21
CFR Part 803), please go to
http://w~vw.t'da.guov/MccdicalDcviccs/Safctv/RcportaProbleirn/dethutlt.hmi for the CDRH's Office
of Surveillance and Biometrics/Division of Postmarket Surveillance.

You may obtain other general information on your responsibilities under the Act from the
Division of Small Manufacturers, International and Consumer Assistance at its toll-free number
(800) 638-2041 or (301) 796-7100 or at its Internet address
littp ://xw%%.fda. gov/Nlcedica]Dev ices/Resouricesl'tibYk ow/Iiidustt r/det'falti.Iltil.

Sincerely yours,.

Tejashh Purchit*Sheth, M.D.
Clinical Deputy Director
DAG RID

pl ;3A IFOR
Kwame Ulmer, M.S.
Acting Division Director
Division of Anesthesiology, General Hospital,

Respiratory, Infection Control and
Dental Devices

Office of Device Evaluation
Center for Devices and

Radiological Health

Enclosure



M I D A S Industrial Clothings Limited

(Prime Polymers Division)
510(k) Submission for Green Nifrile Examination Glove - Powder free

INDICATIONS FOR USE

Applicant Industrial Clothings Ltd., Prime Polymers Division

5I1O(k) numiber(if known) K130846

Device name Midas TouchTM - Nitrite Examination Gloves -
Powder free, Green

Indications for use A powder-free examination glove is a disposable
device intended for medical purposes, that is worn on
the examiner's hand or finger to prevent
contamination between patient and examiner.
Gloves are available with finger textured surface in
four sizes; Small, Medium, Large and X-large.

Prescription Use ___ AND/OR Over-The-Counter Use 4
(PanI21 CFRS80I Subpart D) (21 CFRSOI Subpart C)

Concurrence of COREi, Office of Device Evaluation (ODE)
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(Division Sign-Off
Division of Anesthesiology, General Hospital
Infection Control, Dental Devices
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